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NATIONAL FOREWORD 

This Indian Standard which is identical with ISO 7765-2 : 1 994 'Plastics — Determination of impact 
resistance by the free-falling Dart method — Instrumented puncture test* issued by the 
International Organization for Standardization ( ISO ) was adopted by the Bureau of Indian 
Standards on the recommendation of Methods of Test for Plastics Sectional Committee and approval 
of the Petroleum, Coal and Related Products Division Council. 

The text of ISO standard has been approved as suitable for publication as Indian Standard without 
deviations. Certain conventions are. however, not identical to those used in Indian Standards. 
Attention Is particularly drawn to the following: 

a) Wherever the words International Standard' appear referring to this standard, they should be 
read as 'Indian Standard*. 

b) Comma Q has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 

In this adopted standard reference appears to certain International Standards for which Indian 
Standards also exist. The corresponding Indian Standards which are to be substituted in their place 
are listed bebw along with their degree of equivalence for the editions Indicated: 



Internatbnal Standard 



ISO 291 : 1997 Plastics— Standard 
atmospheres for conditioning and 
testing 

ISO 4593 : 1993 Plastics — Film, 
and sheeting — Determination of 
thickne^ss by mechanical scanning 

ISO 6603-2 : 1989 Plastics deter- 
mination of multiaxial impact 
behaviour of rigid plastics — 
Part 2 : Instrumented puncture test 

ISO 7765-1 : 1 988 Plastics — Deter- 
mination of impact resistance by 
the free-falling Dart method — 
Part 1 : Staircase methods 



Corresponding Indian 
Standard 

IS 1 96 : 1966 Atmospheric conditions for 
testing (rev/sed) 



Nil 



Nil 



IS 1 3360 ( Part 5/Sec 6 ) : 1 999 Plastics- 
Methods of testing: Part 5 Mechanical 
properties, Section 6 Determination of 
impact resistance by the free-falling Dart 
method — Staircase methods 



Degree of 
Equivalence 

Technically 
equivalent 
with minor 
deviations 



Identical 



In the case of ISO 4593 and ISO 6603-2, the Technical Committee responsible for the preparation of 
this standard has reviewed its contents and has decided that they are acceptable for use in 
conjunction with this standard. 

For tropical countries like India, the standard temperature and the relative humidity shall be taken as 
27 ± 2°C and 65 ± 5 percent respectively. 

In reporting the results of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, Is to be rounded off, it shall be done In accordance with IS 2 : 1 960 'Rules for 
rounding off numerical values ( revised)'. 
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Indian Standard 
PLASTICS — METHODS OF TESTING 

PARTS MECHANICAL PROPERTIES 

Section 24 Determination of impact Resistance by the Free-Falling Dart Metliod — 

instrumented Puncture Test 



1 Scope 



1.1 The impact-penetration test described in the 
two parts of this International Standard is used for the 
assessment of plastic films and thin sheets (herein- 
after referred to as films) under an impact stress ap- 
plied at right angles to the plane of the film. 



1.4 The test results are comparable only if the con- 
ditions for preparation of specimens, their thickness 
and surfaces, and the test conditions are identical. 
Comprehensive evaluation of the reaction to impact 
stress requires that the determinations are made as 
functions of deformation rate and temperature for 
different material variables, such as crystailinity and 
moisture content. 



1.2 Part 1 of this international Standard can be used 
if it is sufficient to characterize the impact behaviour 
of the film by an impact-failure energy. Part 2 is used 
if a force-deformation or a force-time diagram, re- 
corded at practically constant velocity of the striker, is 
necessary for characterization of the impact behav- 
iour. This applies if: 

— measured quantities derivable only from this dia- 
gram are required or 

— only a small number of test specimens are avail- 
able. 



1.3 The test method is applicable to films of up to 
1 mm thickness and makes it possible to compare 
impact-penetration forces, biaxial deformabilities and 
energy-absorption capacities of films. Furthermore, if 
required, the transition region between brittle and 
tough behaviour of the film under the conditions of 
testing can be determined by varying the temperature 
or the penetration velocity or the relative humidity 
(see also annex B). 

NOTE 1 For thicknesses greater than 1 mm, ISO 6603-2 
should be used. 



2 Normative references 

The following standards contain provisions which, 
through reference in this text, constitute provisions 
of this part of ISO 7765. At the time of publication, the 
editions indicated were valid. All standards are subject 
to revision, and parties to agreements based on this 
part of ISO 7765 are encouraged to investigate the 
possibility of applying the most recent editions of the 
standards indicated below. Members of lEC and ISO 
maintain registers of currently valid International 
Standards. 

ISO 291:1977, Plastics — Standard atmospheres for 
conditioning and testing, 

ISO 4593:1993, Plastics — Film and sheeting — De- 
termination of thickness by mechanical scanning. 

ISO 6603-2:1989, Plastics — Determination of multi- 
axial impact behaviour of rigid plastics — Part 2: In- 
strumented puncture test 

ISO 7765-1:1988, Plastics film and sheeting — De- 
termination of impact resistance by the free-falling 
dart method — Part 1: Staircase methods. 



1 
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3 Definitions 

For the purposes of this part of ISO 7765, the follow- 
ing definitions apply. 

iA peak fo^ce, Ff^: The nnaxinnum force exerted by 
the striker in the direction of impact during the test 
(see figures 1 to 3). 

3.2 deformation at peak force, Sf^: The defor- 
mation in the direction of impact at the centre of the 
test specimen corresponding to the peak force. For 
materials exhibiting a peak-force plateau, the defor- 
mation is taken at the centre of the plateau (see 
figure 1). 

3.3 energy to peak force, W^: The area under the 
force-deformation curve bounded by the origin, the 
peak force and the deformation at peak force (see 
figures 1 to 3). 

3.4 total penetration energy, Wji The total energy 
expended in penetrating the test specimen (see fig- 
ures 1 to 3), 

In contrast to the instrumented puncture test applied 
to test specimens made of brittle plastic (see 
ISO 6603-2), the force-deformation diagram of this 
test applied to film and sheeting frequently shows a 
clear point of first failure (failure point) indicated by a 
sharp drop in the force. If this is the case, and if the 
interested parties agree to use this point as a charac- 
teristic criterion, the following additional definitions 
may be used. 

3.5 failure force, F^: The force exerted by the striker 
in the direction of impact, measured at the failure 
point (see figures 1 and 2). 

3.S failure deformation, Sfi The deformation in the 
direction of impact at the centre of the test specimen, 
measured at the failure, point (see figures 1 and 2). 

3.7 failure energy, W^i The area under the force- 
deformation curve bounded by the origin, the failure 
force and the failure deformation (see figures 1 and 
2). 

NOTES 

2 If the force-deformation diagram as measured during the 
test is influenced strongly by dynamic resonance effects, a 
mean curve may be used to obtain the values of the par- 
ameters defined in 3.1 and 3.4. This, however, is seldom 
the case when plastic film is tested. 

3 When comparing films of slightiy different thicknesses, 
it is advisable to relate F^, Fp, Wm and W^ to the thickness 
d of the specimen. Though the normalized values FJd, 



FM Wtjild and Wpjd do not allow a physically exact com- 
parison between film specimens of different materials, the 
thickness dependence of these normalized values is negli- 
gible for similar materials (those with the same amount of 
crystallinity and the same orientation) provided the thick- 
nesses do not differ by more than a factor of 1,5. 

4 Prineiple 

The test specimen is penetrated normal to its plane 
by a striker at a nominally uniform velocity. The re- 
sulting force-deformation or force-time diagram is 
electronically recorded. The test specimen is firmly 
clamped during the test. 

The force-deformation diagram obtained in these 
tests shows several features of the material's 
behaviour under impact. For example, the fracture 
may be "brittle", "ductile", "tough" or characterized 
by initial damage or by crack initiation and propa- 
gation. In addition, dynamic effects may be present, 
such as load-cell/indentor resonance, specimen res- 
onance and initial contact/inertia peaks (see figures 1 
to 3). 

In all cases care must be exercised in analysing these 
features because the operative mechanism and the 
trains of inference are not yet fully established, and 
are the subject of continuing research. 

5 Apparatus 

The apparatus consists of a m.echanica! test device for 
applying the test force, instruments for measuring the 
force and the deformation produced, and a thickness 
gauge. 

5.1 Test device 

The essential components of the test device are the 
energy carrier (normally a falling mass, but a pneu- 
matically, hydraulically or spring-driven mass or a 
pendulum impact-testing device may also be used), 
the striker, and the clamping device consisting of the 
test specimen support and the clamping ring (see 
figures 4 and 5). 

The apparatus shall permit the test specimen to be 
punctured at the centre at a nominally constant vel- 
ocity, perpendicular to the specimen surface. The 
force exerted on the test specimen in the direction 
of impact and the deformation of the specimen in the 
direction of impact shall be measurable or derivable 
(see figure 4). Equipment suitable for this are falling- 
dart machines, pendulums long enough for the pen- 
etration path to be regarded as approximately straight, 
or high-speed tensile-testing machines with suitable 
attachments. 
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Oefopmatlon 

Figure 1 — Force-deformation diagram for very tough materials (schematic) 
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Deformation 

Figure 2 — Force-deformation diagram for tough materials (schematic) 
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Deformation 
Figure 3 — Force-deformation diagram for brittle materials (schematic) 




1 Test specimen 

2 Hemispherical striker, diameter D, 

3 Load cell (preferred position) 

4 Shaft 

5 Clamping ring 

6 Test-specimen support, inside diameter Dj 



Figure 4 — Test apparatus (scliematic) 
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Dimensions in millimetres 



80 




Clamping ring 



Test-specimen support 



Figure 5 — Clamping device 



5.1.1 Energy carrier 



The impact energy (e.g. drop energy) available shall 
be large in connparison to the penetration energy ab- 
sorbed Wj, This is because the influence of the test 
velocity (over the range of velocities used in the test) 
on the viscoelastic behaviour of plastics is relatively 
small; a decrease in the velocity of the striker of 
20 % is acceptable. 

This energy requirement is met by falling-dart ma- 
chines if 

m >3Wyl8Ho 

where 

m is the falling mass, in kilograms; 

g is the acceleration due to gravity 



//n 



(9,81 m/s^); 

is the height oT fall, in metres; 



Wj is the total penetration energy, in joules. 

The falling-dart system used shall be capable of hold- 
ing and releasing a weighted striker so that the striker 
falls constrained by a guide or guide(s). The fall shall 
be largely without friction or losses through windage. 
Any friction shall be taken into account in the calcu- 
lations. 

NOTES 

4 In nnost cases, a weighted striker with a total mass m 
of 10 kg is sufficient. 

5 A velocity-measuring sensor should be placed close to 
the point of impact to eliminate errors due to friction be- 
tween the dart and the guides and to air resistance. 

With hydraulically driven high-speed tensile-testing 
machines, any deviation of the velocity during impact 
shall be proved, e.g. by plotting the deformation-time 
curves and checking their slope. 
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5.1.2 Striker 

The preferred striker has a polished, hardened, 
hemispherical striking surface with a diameter 
D^ = 20 mm ± 0,2 mm. Alternatively, a striking sur- 
face of 10 mm ± 0,1 mm diameter may be used. The 
striker shall be constructed of steel. 

The load cell on the striker shall be mounted as close 
as possible to the tip to minimize the effect of extra- 
neous forces. An example is shown in figure 4, 

The head of the striker may be powdered with talcum 
or lubricated with oil to reduce friction, provided that 
the interested parties agree on this procedure and use 
identical material. In some cases, this can reduce the 
statistical scatter of the results. It should be borne in 
mind, however, that lubricating the striker may influ- 
ence the test results considerably. 

The natural frequency /„ of the striker/load-cell as- 
sembly shall be higher than the value specified in 
5.2. 

5.1.3 Clamping device 

The test-specimen clamping device shall have an in- 
side diameter Dj of 40 mm ± 2 mm. The clamping 
device shall be constructed in such a way that the 
circular specimen can be clamped flat and held 
securely during the test. Moreover, the clamping de- 
vice shall not cause any radial pre-stretching of the 
specimen greater than 0,01 %. Both requirements 
can be met with manual or hydraulic clamping faces. 
Furthermore, placing a ring of fine emery paper on the 
specimen support has been found to be useful. 
Figures shows a recommended clamping-device de- 
sign. 

5.2 Instruments for measuring force, 
specimen deformation and specimen 
thickness 

The instruments for measuring force and deformation 
shall be capable of measuring the force and defor- 
mfltion to within 5 % of their maximum value. 

EXAMPLE 

If an electronic device has an accuracy of 0,4 % at full 
scale (FS) then, for a value of 20 % FS, the accuracy 
is 2 %. 

5.2.1 Load cell 

Because of the very short duration of the impact, only 
electronic load ceils with a high natural frequency can 
be used. The shortest time interval Arp^min which the 



device shall be required to measure shall be ^ 5//^, 
where /^ is the natural frequency of the 
striker/load-cell assembly. 

For the bandwidth B^ of the amplifier train (direct- 
current or carrier-frequency amplifier) with a lower 
bandwidth limit of Hz, the following applies by 
analogy: 



Bt > 16/ArF, 



.min 



»T = 



Z^/^/ 



Ij'-i 



•th . 



where B^ is the individual bandwidth of the; amplifier 
stage. 

NOTE 6 An example of such a measurement train is a 
piezoelectric load cell mounted between the striker and the 
shaft (see figure4) and connected to a charge amplifier. 

5.2.2 Device for measuring the specimen 
deformation 

The deformation of the specimen in the direction of 
penetration can be determined directly with an elec- 
tronic transducer, thus yielding a force-deformation 
curve, it is also possible to record a force-time curve 
and calculate the deformation in accordance with 
7.4. 

5.2.3 Thickness gauge 

The instrument for measuring the thickness of the 
specimen shall fulfill the requirements of ISO 4593. 
!t shall be capable of m.easuring the thickness d of the 
specimen to within 1 tim. 

6 Test specimens 

6.1 Sampling and preparation of test 
specimens 

Sampling shall be in accordance with the instructions 
on the relevant product standard. If no such in- 
structions are given, specimens should preferably be 
taken from film sheeting or from a piece of the 
film to be tested. The specimens shall be 
80 mm ± 2 mm in diameter. The cut edges need not 
be of any particular quality. They shall be as uniform 
as possible over the whole of the width and taken at 
right angles to the machine direction of the film. 
Non-homogeneous edge strips of film rolls shall not 
be used, if a fairly large number of specimens is re- 
quired in order to determine the temperature de- 
pendence of the measured values, the specimens for 
the entire test series shall be mixed before testing. 
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6.2 Number of test specimens 

A minimum of five test specimens shall be tested (in 
the case of arbitration, 20 specimens are required). If 
the dependence of the measured values on tempera- 
ture, relative humidity or other parameters is to be 
determined, five specimens per measurement point 
are generally sufficient, even in the case of arbitration. 
The number of test specimens required is doubled if 
the test result depends on the side from which the 
film is penetrated. 

6.3 Conditioning of test specimens 

The test specimens shall be conditioned as required 
by the specifications for the material concerned or as 
agreed upon by the interested parties. Otherwise, 
select the most appropriate set of conditions from 
ISO 291. 

7 Procedure 

7.1 Test atmosphere 

The test shall be carried out in one of the standard 
atmospheres specified in ISO 291. If measurements 
are to be made at different temperatures or relative 
humidities, the test specimens shall be maintained 
under each set of test conditions until the results 
show no further change at that particular temperature 
or humidity. This conditioning time decreases at 
higher test temperatures. 

7.2 IVIeasuring the thickness 

Determine the thickness d of each specimen in ac- 
cordance with ISO 4593 to the nearest 1 nm, taking 
the average of three measurements at equidistant 
points on the circumference of a circle of radius 
5 mm located at the centre of the specimen. 

7.3 Clamping the test specimen 

The specimen shall be clamped flat. The stress 
caused by clamping shall not result in an elongation 
(pre-stretch) of more than 0,01 % in the radial direc- 
tion (see 5.1.3). 

NOTE 7 The pre-stretch can be determined by means of 
a measuring microscope. The usual clamping device, how- 
ever, always fulfills the above condition. 

7.4 Impact-penetration test 

The impact-penetration test is conducted with an im- 
pact velocity of 4,4 m/s ± 0,2 m/s, corresponding to 



a height of fall H^ of 1 m. During the test, the speed 
shall not change by more than 20 % of its value on 
striking the specimen (see the conditions for the fall- 
ing mass in 5.1.1). 

During the test, the force-deformation diagram or 
force-time curve shall be recorded. The values of the 
parameters defined in clause 4 shall be taken from 
the curve or read from the recording instrument, e.g. 
a transient recorder. If a satisfactory deformation 
curve cannot be obtained because of resonance ef- 
fects, then the impact velocity shall be reduced to 
1 m/s. 

NOTE 8 Although the impact velocity of 4.4 m/s for 
testing of plastic films, even those made of relatively brittle 
materials, is normally not too high, the velocity may be re- 
duced if the interested parties agree. 

If there is any reason to believe that the results will 
depend upon which side of the test specimen faces 
the striker, both sides shall be tested separately (see 
also 6.2). 



8 Expression of results 

For routine characterization purposes, the peak of the 
force-deformation curve shall be used to determine 
the test results. If it is clear from the force- 
deformation curve and/or other information that crack 
initiation has occurred in the test specimen, the cor- 
responding point (failure point) on the force- 
deformation curve can also be used to determine the 
test results. 

If the test measurements are in the form of a force- 
deformation curve, the force and deformation at the 
characterization point can be read directly from the 
curve. The corresponding energy values are deter- 
mined (by planimetry or by other suitable methods, 
e.g. electronic integration) from the area under the 
curve. 

Should results be in the form of a force-time curve, 
the deformation s, in metres, at the peak force or the 
failure force is given by the approximation (see 
annex A and ISO 6603-2:1989. annex C) 



5 » (kq - plZrri) X f 



(1) 



where 



m is the falling mass, in kilograms; 

vo is the impact velocity just before impact, 
in metres per second; 

t is the time to peak force or the time to 

failure in seconds; 
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is the impulse imparted up to the time of 
occurrence of the peak force or up to the 
time of failure, in newton seconds (the 
area under the force-time diagram), given 
by the equation 



= fV(r)dr 



(2) 



NOTE 9 The exact calculation of the deformation s re- 
quires double integration: 



(1/m))jFW{d/)^ + V 



.(3) 



The energy to peak force, W^^ and the energy to fail- 
ure, Wp, are given by the exact equations (4) and (5), 
respectively. 



Wm = 


"^oPmO ■ 


-yoPMl^Eo) 


... (4) 


Wf = 


= "0^0- 


yoPFl^Eo) 


... (5) 


where 








Eo 


is the energy of the striker before impact, 
in joules; 



jPm 9^d pf are calculated from equation (2) with 
an upper integration limit of ri^i and tf, re- 
spectively. 

The mean, standard deviation and coefficient of vari- 
ation of the parameters defined in clause 4 are cal- 
culated for each test series. 

NOTE 10 Instead of a curve, or concomitantly with it. the 
values of the peak force and the deformation at peak force 
can be recorded electronically. This also applies to the en- 
ergy to peak force and the total penetration energy after 
electronic integration, 

9 Precision 

The precision of this test method is not known be- 
cause interlaboratory data are not available. When 
interlaboratory data are obtained, a precision state- 
ment will be added with the next revision. 

10 Test report 

The test report shall include the following information: 

a) a reference to this part of ISO 7765; 

b) the type, identification mark, origin and date of 
receipt of the material tested, plus any other per- 
tinent data concerning the material; 



c) the date of measurement; 

d) the method of sampling and preparation of the 
test specimens; 

e) the average value of the measured thickness d of 
each test specimen; 

f) the test conditions and the conditioning procedure 
used; 

g) details of the way in which the test specimens 
were clamped; 

h) the diameter D^ of the striker and the nature of 
the striker surface; 

i) the number of test specimens used; 

j) the agreed point of failure, if used; 

k) the arithmetic mean, standard deviation and coef- 
ficient of variation of the 

— peak force Ff^, in newtons, 

— deformation at peak force Sf^, in metres, 

— energy to peak force Wf^, in joules, 

— total penetration energy Wj, in joules, 
and optionally the 

— failure force Fp, in newtons, 

— failure deformation Sf, in metres, 

— failure energy Wp, in joules; 

I) the force-deformation curve F{s) or force-time 
curve F{t): 

m) the natural frequency /„ and total bandwidth B^ of 
the amplifier train; 

n) the appearance of the test specimens after the 
test (possibly with a representative test specimen 
as an illustrative example); 

o) the test velocity kq, if not 4,4 m/s; 

p) if a lubricant was used, the lubricant type, grade, 
quality and manufacturer. 
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Annex A 

(informative) 

General remarks 



In the testing of plastics, tough/brittle transitions are 
frequently encountered when the test tennperature is 
lowered in stages fronn high values. At such tran- 
sitions, the failure energy, for example, rises from a 
lower to a higher level. These transitions are caused 
by molecular relaxation processes which become ef- 
fective only above a certain temperature and which 
increase the absorption of the impact energy. 

Penetration time plays a role similar to that of tem- 
perature. If the penetration time is shortened, the 
transition temperature is shifted to higher tempera- 
tures. The relationship between time and temperature 
is determined by the temperature dependence of 
molecular relaxation times, which is approximated by 
the Arrhenius equation: 



T = XQexp{ElkT) 



where 

T 

T 



is the relaxation time or penetration time; 

is the thermodynamic temperature or pos- 
ition of the tough/brittle transition on the 
temperature scale; 



E is the activation energy. 

If the test temperature is in a transition region, a wide 
scatter of results is frequently observed because the 
rupture of some specimens is brittle and the rupture 
of others is tough. In high-density polyethylene, for 



example, such a transition region lies in the tempera- 
ture range between - 105 X and - 140 "C, depend- 
ing on the relative molecular mass and degree of 
crystallinity. 

The tough/brittle transition can be recognized in the 
puncture test by the appearance of the damaged 
specimens, which reveals whether rupture occurred 
with or without deformation. The two types of rupture 
behaviour can also be distinguished by means of the 
force-deformation diagram. 

For tough/brittle plastics, the performance and evalu- 
ation of impact tests are subject to certain limitations, 
since the test specimens of a single test series must 
be assigned to two different parent populations, 
namely one exhibiting brittle-material behaviour and 
one exhibiting tough-material behaviour. In such 
cases, the means and variances are not statistically 
defined over the entire range of measurements. 
Nevertheless, it is helpful to employ the mean and 
standard deviation calculated from the individual 
measurements to characterize the behaviour of the 
material. 

Where there is a sufficient number of measurements 
for both parent populations, the cl.jracteristic quan- 
tities can be calculated separately for the brittle and 
the tough specimens. If necessary, the choice of as- 
signing measurements to one of the two parent pop- 
ulations should be decided by use of the statistical 
procedure normally employed for this purpose. 
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Annex B 

(informative) 
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Eastern : 1/14 C. I. T. Scheme VII M, V. I, P. Road, Maniktola f 337 84 99, 337 85 61 

CALCUTTA 700054 1 337 86 26, 337 86 62 

Northern : SCO 335-336, Sector 34-A, CHANDIGARH 160022 f 60 38 43 

1 60 20 25 

Southern : C. I. T. Campus, IV Cross Road, CHENNAI 6001 13 f 235 02 16, 235 04 42 

1 235 15 19,235 2315 

Western : Manakalaya, E9 MIDC, Marol, Andheri (East) f 832 92 95, 832 78 58 

MUMBAI 400093 1 832 78 91, 832 78 92 

Branches : AHMADABAD. BANGALORE. BHOPAL. BHUBANESHWAR. 

COIMBATORE. FARIDABAD. GHAZIABAD. GUWAHATI. HYDERABAD. JAIPUR. 
KANPUR. LUCKNOW, NAGPUR. PATNA. PUNE. THIRUVANANTHAPURAM. 
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